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Yci iHCTpyKLii No BukopucTaHHIo Big Dentsply Sirona goctynHi Ha canTi www.dentsplysirona.com/ifu

He BCi NpoayKTU MOXYTb BYTW CxBaneHi/BunyLLeHi/NiLeH30BaHi Ha BCix pUHKax. Byab nacka,
3BEPHITbCA [0 MicueBoro odicy npoaaxy Dentsply Sirona 4na oTpyMaHHA akTyanbHoi iHdopMaLlii
L1040 aCOPTUMEHTY NpoayKLiii Ta ii LOCTYMHOCTI.

[na noKpalleHHsa 3py4YHOCTI CNpUMHATTA iHdopMaLii 41 Hawmx KnienTiB, Dentsply Sirona He
BUKOPUCTOBYE CUMBOM ® a6o ™ B 0OCHOBHOMY TeKcTi. OgHak, Dentsply Sirona He
BIAMOBMAETHCA Bif, )KOAHOIO 3 MpaB Ha TOProBi MapKW, i HIMOro B LIbOMY JOKYMEHTI HEe MOBUHHO
TNYMauYUTUCA AK MPOTUNEXHE.

IntocTpalii NpoayKTiB MpeacTaBneHi He B MOBHOMY MacLUTabi.
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Mpo cucteMy iMmnnaHTaTiB PrimeTaper EV Implant

1. Mpo cucteMy iMnnaHTaTiB PrimeTaper EV Implant

KoHCTpyKUia iMAnaHTaTy

IMnnaHTaT PrimeTaper EV Mae NporpecmBHMi KOHYC Ta Pi3b0y, @ TaKOX KNiHIYHO NIATBEPOYKEHY

noBepxHto OsseoSpeed Ta MicroThread Big cucTeMm iMnnaHTaTiB Astra Tech.

MicroThread

OsseoSpeed noBepxHs

MporpecuBHU KOHYC Ta pi3bba
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Mpo cucrtemMy imnnaHTatiB PrimeTaper EV

KonbopoBe MapKyBaHHSA

Cuctema iManaHTaTiB PrimeTaper EV gocTynHa B pi3HMX AiaMeTpax Ta OoBXMHax. KonbopoBe MapKyBaHHA
[O3BOMIFE Nerko i0eHTUdIKYBaTU NpaBUbHE 3'€AHaHHA Ta BMOPATK BIANOBIAHI OpPTONEAMYHI KOMMOHEHTM.

IMnnaHTaT @ MM 3.0 3.6 4.2 4.8 5.4
3I€'D'HaHHq
[oBXrHa B MM - - 6.5 6.5 6.5
8 8 8 8 8
9 9 9 9 9
11 11 11 11 11
13 13 13 13 13
15 15 15 15 15
- 17 17 17 -

3'eQHaHHg iMNaHTaTa Ta abaTMeHTa

IMIaHTaTV MaloTb YHIKaNbHe 3'eQHaHHA, WO 3a6e3nedye TpU PisHi BapiaHTy ANs po3MilleHHsa/iHaeKcaLii abaTMeHTy.
°

= TiNbKM B OQHOMY MOJIOXKEHHi
MakcuManbHO iHAWBIOYyani3oBaHi
abaTMeHTU Atlantis MOXyTb 6yTU
BCTaHOB/EHI 1MLLE B OAHOMY MOMOXEHHI.

LWicTb nono)xeHb

IHOAEeKcoBaHi aBaTMEHTU MOXYTb ByTH
BCTAHOB/EHI B LLUECTM MOSIOXKEHHSAX, BKIIOYaloun
abaTMeHTU Atlantis, BUrotosneHi oo
XipypPriYHOro BTpyYaHHs.

Bes iHOoekcauii

HeingekcoBaHi abaTMeHTM MOXKYTb 6yTUK
BCTaHOB/EHi B OYAb-IKOMY KYyTOBOMY
MONOXKEHHI.

PecTaBpaliMHi KOHCTPYKLLi

ACOPTUMEHT IMMMaHTaTIB BK/THOYAE rOTOBI abaTMEHTU Ta MaKCMMabHO iHOMBIOyaniz3oBaHi abaTMeHTU.
PecTaBpallii oxonntoTb opToneanyHI KOHCTPRYKLIT Ha piBHI iMMNaHTaTa Ta abaTMeHTa. MOXKNMBI PIi3HI
TMNK Gikcauii, Taki 9K pecTaBpalii 3 FBUHTOBOIO, LLeMEHTHOIO Ta GPUKLIMHOK diKcallieto, a Takox
pecTaBpaLii Ha aTTadyMeHTax.
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MnaHyBaHHA NiKyBaHHSA

2. [NnaHyBaHHA NiKyBaHHA

MepeponepadinHe NnaHyBaHHA NOBUHHO Ba3yBaTMCA
Ha O4iKyBaHOMY pe3ynbTaTi BiQHOBMOBaIbHOMO
NiKyBaHHSA. TOMY NnaHyBaHHSA NikyBaHHA MOBWMHHO
OXOMJIOBATV BCI eTanu NpoLenypu, Bifl Hacy 3aroeHHA
Ta BUOOPY KOMMOHEHTIB 10 TMMYaCOBMX | OCTAaTOYHMX
pecTaBpaLiii.

MnaHyBaHHA NikyBaHHS 6a3yeTbCA Ha KOMMAEKCHI M
KOHCy/IbTaLlii 3 MaLLEHTOM, gKa HeobXxiaHa A9 TOYHOro
BM3HaUYeHHA NoTpeb i odikyBaHb NalieHTa Bif,
NiKYBaHHS, BUSIBIEHHA MOX/TUBKX MPOTUMOKa3aHb i
OEeTanbHOro Onmcy NikyBaHHA NaLIEHTY.

3rogoMm 36MpPaeTbCca MOBHUM 3aranbHKM Ta cneundiuHmnm
aHaMHe3, a TaKoXK MPOBOAMTLCA BHYTPILLIHbOPOTOBA

OiarHOCTMKa 3 aHai30M MoYaTKOBOI aHATOMIYHOI CUTyaLi.

HeobxioHO BpaxoByBaTW HACTyMHE:

= Meon4YHMIN Ta CTOMaTONOMYHMM aHaMHe3
= 3arasibHUIM OiarHo3 — BUK/IOYEHHSA MPOTUMNOKa3aHb

= KoHcynbTauii crewianicTiB ona BMaBneHHA GaKTopis
PU3UKY

= [leTafibHe BHYTPILIHbOPOTOBE OOCTEKEHHS, BK/THOYAOUM
3aranbHe PeHTreHoNoriYHe 0OCNiaXKeHHsA

Micna ob6CTeXeHHdA Ta OLHKM BCiX pe3ynbTaTis
06CTeXEeHb HEOBXIAHO CKNACTV MNaH NiKyBaHHA.

Xoua OCTaTouHE PilleHHs Woao MNiaxony 40 NiKyBaHHA
MOYKe YTV MPUWHATO Nig Yac onepadii, cnig 3aspaneriab
06ayMaTy HaCTyMHI aCNeKT 3aNeXHO Bid AKOCTI
NIOTPVMYIOUOI KICTKK Ta O4iKyBaHOI MepPBUMHHOI
CTabinbHOCTI iIMANaHTaTy (iMNNaHTaTiB):

= OfHoeTanHa abo ABoeTanHa XipypriyHa npotenypa
= [1DOTOKOM HEramHoro abo PaHHbOrO HaBaHTAXKEHHS

= O4iKyBaHMM Nepiof 3aroeEHHA 0O HaBaHTaXKeHHS

MpY BU3HAYEHHI Yacy A0 HAaBaHTaXKEHHA Ha IMMAaHTaTH
019 KOXHOrO OKPeMoro B1UNaaKy HeoOXiaHO YBaXKHO
BUBYUTY Ta OLLIHUTU HACTYMHI GakTopu:

= JKICTb | KINbKICTb KICTKMK
= [lepBMHHa CTabiNbHICTb
= [113amH pecTaBpaLliii

= YMOBW HaBaHTaXXeHH4A

Mepen No4YaTkoM NikyBaHHA HeObXiAHO
NpoiHdopPMYBaTU NaLieHTa NPO Pe3yNbTaTH
nepenonepauimHOro 06CTEKeHHA i YiTKO MOACHUTU
M7aH NikyBaHHS, 30KpeMa O4iKyBaHWIM pe3ynbTaT,
BMMOTIM 00 AOMNAAY Ta PUSMKUL

YiTKe MnaHyBaHHSA KOXHOI npouenypu iMnaaHTauii Mae
BENMKE 3HaYeHHd A9 JOBroCTPOKOBOIO yCrixy
nikyBaHH4A. [MpoLuec nnaHyBaHHA B/3HadYae BCi Aii Ta
BapiaHTW, AKi MOXYTb 3340BOMTbHUTI OUiKyBaHHS
naujieHTa Woao GYHKLIOHaAbHOCTI Ta eCTETUKM
opToneaMyYHoi peabiniTallii i3 3aCToCyBaHHAM
IMMNaHTaTIB Ta IMM1aHTaTIB.

TpagnuinHe nnaHyBaHHSA NiKyBaHHSA

LiarHoCcTM4YHa BOCKOBa Mofesb 3i BCTaHOBNEHUMM
3ybaMum Hagae BaynmBy iHdopMaLlito Ha eTani
naHyBaHHA.

OnNTUManbHUIA NAaH MoXKe BYTU PO3POBAEHMIN Ha
OCHOBI aHani3y i OLIHIOBaHHA OKJ/TIO3IMHOIO MOoNg,
po3mnoainy cun i 6aykaHmMx obnacren BCTaHOBNEHHA
iMM1aHTaTIB.

[iarHocTr4Ha BOCKOBa MOAENb | peHTreHorpamMm
OAtoTb 3MOTY CMIaHyBaTW MOMOXKEHHS, KyT
YCTAHOB/IEHHS | PO3MIP iIMAMAHTaTY, Lo
3abe3neyyoTb ONTUManbHy NiATPUMKY
3an1aHoOBaHOI MPOTE3HOI KOHCTPYKLLIT.

[nga nonerweHHA BCTaHOBNEHHS iIMMIaHTaTy MOXXHa
BUFOTOBUTU | BUKOPUCTOBYBATK Mif 4ac onepauii
XipyPriYHMIA LabNoH.
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MNaHyBaHHSA NiKyBaHHSA Yepe3
NporpamMHe 3abe3neyeHHs

Lindpose NnaHyBaHHA NiKyBaHHA, 3aCHOBaHe Ha
npouenypax TPVBMMIPHOI Bi3yani3auii, 403BONgE TOYHO
crnaHyBaTK Tepanito i pobuTb Npoueaypy
BCTaHOBNEHHS IMMNNaHTaTy NepeadadyBaHO | TOYHOLO.

HagirauiHa xipypria mMponoHye KOMMIeKCHe pilleHHA
019 LM@PPOBOro NaHyBaHHS NiKyBaHHS 32 AOMOMOT OO
nporpamMHoro 3abesnedyeHHa Simplant i HaBirawuiHol
YCTaHOBKMW iMM1aHTaTIB 3a Aonomoroto Simplant SAFE
Guide.
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KniHiyHe 3acTocyBaHHA

IMAAaHTaTW NPU3HaYeH a9k ANa ogHoeTanHMX, Tak i
019 OBOETaNHUX XipyPriYHMX BTPYYaHb Y TakMX
BMMaOKaX i 3 TAaKMMU KNIHIYHMMMK MPOTOKOMaMU:

= 3aMiHa BiOCyTHIX 3y6iB NpoTe3amMy ogHoro abo
OEeKiNbKox 3y6iB Ha HIKHIM abo BepXHIil Leneni.

= HeramHe BCTaHOBEHHSA B NTYHKMW Micis
BMAaNeHHsa 3y6iB i y BMNaAKax YaCTKOBOro abo
MOBHOIO 3ar0EHHS a1bBEONAPHOIO BiAPOCTKY.

= OcobNMBO PeKoMeHOyoTbCa A9 3aCTOCYBaHHSA
B KICTLLI HM3bKOI LLITbHOCTI, KONW iMM1aHTaTK 3
iHLOK 06POBKOK MOBEPXHI MOXKYTb OYTU MeHLL
edbeKTUBHUMMN.

= HeramvHe i paHHE HaBaHTaXXeHHS 3a Oyab-AKMX
MoOKa3aHb, KPIM MOOAMHOKMX pecTaBpaLLiv Ha
iMM1aHTaTax KoOPOTLLKX 38 8 MM abo Y KiCTLi
HW3bKOI LWiNbHOCTI (T1N V), Konw cTabinbHICTb
iIMAaHTaTy MOyKe ByTW BaXKKO AOCATHYTA i
HeramHe HaBaHTaXkKeHHa MoyKe ByTU He
peKoMeHOoBaHe.

= [TpU3HadeHHa iMnnaHTaTy PrimeTaper EV @3.0
0BOMENKYETLCA 3aMIHOK BIYHMX PI3LIB BEPXHbOI
Lenenu Ta PI3LIB HVYKHBbOI LWenenwu.
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MnaHyBaHHA NiKyBaHHSA

3 nornany MexaHidHol MiHOCTI B 6e33y61x
AiNAHKax peKkoMeHOyeTbCa BCTaHOBOBATU
HaMLWKMPLLI IMANaHTaTK 3 MOXKITUBUIX.

Lle 0cobnmBo BayxIMBO B BiYHMX Bigginax wenenu,
e cuvna HaBaHTaXKeHHs BMCOoKa i HeobxiaHo 6paTi
[0 yBaruv MOXMBICTb BUHUKHEHHS BUTMHY.

Y BCIX BMMaAKax BaXX/IMBO BPaxOBYBaTW YMOBMU
HaBaHTaXKeHHSA NPW BU3HAYEHHI KiNTbKOCTI
iIMMAaHTaTIB Ta BiACTaHI MiXK HUMW.
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IHCTPYMeEHTH

3. IHCTpPYyMEHTU

Ceeppgna

MigroToBKa NoXKa iMMNAaHTaTy roTYETbCA BIAMOBIAHO A0 MPOTOKONY CBEPAIIHHS, OO 3ab6e3neunTm
MNPOCTY | 6e3neYHy YCTaHOBKY iMMAaHTaTy B KiCTKW OYAb-AKOT LLiTbHOCTI.

Ceepano Hanpaenstoye (Guide Drill) —_— e

= BUKOPWCTOBYETHCH /19 MO3HAYEHHS
MoYaTKOBOI TOYKU

CepaJio cnuconopi6He (Precision Drill)

S

= BUIKOPUCTOBYETLCHA A/19 MO3HAUEHHS MOYaTKOBOI TOUKM

Ceeppano cnmconopibHe (Precision Drill) - Hapg3Bu4aHo
roctpe cBepasio, i 3 HMM Cnig MoBOAUTUCA OBEPEHO,
o6 YHUKHYTU TPaBM.

CseppaJia PrimeTaper
2 MM

= [119 pO3LLMPEHHS NoXKa iMnnaHTaTy 4o Homep ceepana
3aM1aHoBaHOro AiaMeTpy iMMaaHTaTy

= MapkoBaHa rmubrHa

= BaraTopasoBe 3aCTOCYBaHHSA 3 MOXJ/TMBICTIO
O1HOPa30BOro 3aCTOCYBaHHA

= MapKyBaHHS BigMNoBiaAHMX
niameTtpiB i HoMepiB (1-7)

= [1OCTYMHWI Yy OBOX BapiaHTax OOBXKMHM:

KopoTke Losre
6.5-13 MM 6.5-17 MM

PrimeTaper EV
D42 X 1IMM

EdekTnBHaA rMnbrHa cBepaliHHA MaKCUMyM
Ha 1 MM 6inblua 33 LOBXMHY iIMMIaHTaTa,
3a3HavYeHy MapKyBaHHAM MUBUHN.
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MiTumnkum PrimeTaper

(PrimeTaper Taps)

= [1n49 npenapyBaHHa ay»e
LWiNbHOT KICTKM

= MapkoBaHa rmmbrHa 6,5 MM

= baratopa3oBe BMKOPUCTaHHA

3 MOX/IMBICTIO OQHOPa30BOro
BUKOPUCTaHHS 65mm

MpoMixkHi cBepana

= [TPOMi>KHI FBUHTOBI cBepa1a A4 CBepaliHHA
OCTEOTOMIYHOIO OTBOPY TOUHOIO AiaMeTpa

= MapKoBaHa rnmnbrHa

= HaratopasoBe 3aCTOCYBaHHA 3 MOXMMBICTIO
OOHOPA30BOIO 3aCTOCYBaHHA

= MapkKyBaHHS BiOMNOBIAHMX AiaMeTpiB

= [1Ba BapiaHTM OOBXUHM

Yci cBepasia, 3a BUHATKOM cBepaia crnuconoaibHoro (Precision
Drill), MOXKHa BUKOPUCTOBYBATK NPUBIN3HO OeCATb PasiB.
Ceepp/ia nignaratoTb peTeNlbHOMY OUYULLEHHIO Ta cTepunisauii
MicNa KOXXHOro onepaLliMHoro BTpyYaHHa i 3aMiHi Bigpa3sy
nicna BUABMEHHA 3HMKEHHSA piXKy4doi ebeKTUBHOCTI.

IHAMKaTOp HanpaMKy PrimeTaper
(PrimeTaper Direction indicator)

= BukopuctosyeTse nicns cesepanalita ceepana®

= BUKOPWCTOBYETLCSA A4 Bilyani3aLlii MonoyKeHHs
Ta HANPAMKY MigrOTOBNEHOMO OCTEOTOMIYHOIO
OTBOPY Ta 417 BUMIDIOBAHHS MPOMIXKKY MiX
OCTEOTOMIYHUMMIK OTBOPAMU.

FrNnéuHoMip iMnnaHTaTy
(Implant Depth Gauge)

= [119 BUMIPIOBaHHA MUOWHKM NoXa iMnaaHTaTy
= MapKyBaHH$ BIAMNOBIOAE OOBXMHAM IMMNIaHTaTIB

= |HWWKIM KiHeUb rrBMHOMIpa MOyXKe
BMKOPUWCTOBYBATUCA AK BVUMIipIOBaNbHWM 30HM,

MopoB)XyBay iIHCTPYMEHTY
(Instrument Extender)

= [puy3HadYeHWn Ond 36inbleHHA OOBXKUHN
cBepaia abo iMnnaHToBOOY

= [1ig Yac BUKOPUCTaHHSA MOOOBKYBa4a HeoOXigHO
3abe3nedyBaT 4OCTaTHE NPOMKBaHHM
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IHCTPYMeEHTH

IMaHToOBOAM

IMMNaHTOBOAM MOXHa BUKOPUCTOBYBATH 3 KyTOBMM HAaKOHEUYHUKOM abo 3 XipypPridHOK PYKOATKOLO i
OMHAaMOMETPUUHNM KIToUeM.

IMnnaHToBOA EV @ MM 30 36 42 48 54
(Implant Driver EV) oo

= 115 BCTaHOBNEHHS iIMMIaHTaTIB

= KonbopoBe KofyBaHHS Ta MapKyBaHHS rVOMHN

= [1OCTYMHUM Y KOPOTKOMY Ta AOBIroMy BapiaHTax

3 6MM Touka Bigniky («0») PO3MITKM FANGUHN -
5MM Le nepenbadyBaHUiN piBEHb KIiCTKM,
4MM TOBTO HaMHWMXKYa TOUKa PIBHA KiCTKM.
3Mm
2MM [ns nonerweHHs onTMManbHOro

BCTAHOB/EHHA FOTOBMX abaTMeHTIB
MOBEPHITb OAHY 3 TOUOK BYKKanbHO

Micna koxxHoi onepauii iMmnnaHToBon EV cnif peTenbHoO o4unLlyBaT Ta
CTepuNi3yBaTW. 3aMiHiTb iIHCTPYMEHT ofpa3y Nicna BUABNEHHS OyAb-aKMX O3HaK
3HWKEHHS Noro epekTnBHOCTI. IMnnanToBon EV (Implant Driver EV) npusHadeHumn
npunbnmnsHo ana 50 BCTaHOBMNEHb iMMNAHTaTIB.
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IHCTPYMEHTU

JdVHaMOMETPUYHUI KoY

OunHaMoMeTpuyHunM Knod EV
(Torque Wrench EV)

= [119 BCTAHOBMNEHHSA iIMMaHTaTy Ta peryntoBaHHAa
MOMNOYKEHHA iIMMNaHTaTy

= BUKOPWCTOBYIOTb i3 XIPYPRMYHOK PYKOATKOKO

PykoaTKa Oona aMHaMoMeTpUYHoro Knto4a EV xipypriuHa
(Torque Wrench EV Surgical Driver Handle)

" BUKOPUCTOBYETLCA 3 AMHAMOMETPUYHUM KKOYEM

LLlecTurpaHHi BUKPYTKMU

LIJecmrpaHHa' BUKPYTKA mecrlj.l:':ap::::yqua

= BUKOPWCTOBYIOTbCA A4 3aTAryBaHHA (Hex Driver) (Hex Driver Manual)
FBUHTIB, XipYPrivHMX | pecTaBpaLlimHmMX _ i _
KOMMOHEHTIB L L i
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IHCTPYyMEeHTU

XipypriyHMM NOTOK

Bci IHCTpyMeHTV anga XipypriuHoro BUKOpPKWCTaHHA 30epiratoTbcsd B XipypridvHOMY NOTKy PrimeTaper, akumm
CMPOEKTOBaHMIN TaKMM YMHOM, LLOo6 BYB Nerkuii 4OCTyrn A0 BCiX IHCTPYMEHTIB, a MpOoL,eCch OUMLLEHHSA Ta cTepunisauii

Oy MPOCTUMM. IHCTPYMEHTW PO3TalloBaHi B MOPAAKY iX BUKOPUCTaHHA. 14 HaBiraLimHoI Xipyprii 4oCTynHMM
OKPEMUM NOTOK.

QR-KkoO[LO ANg OTPMMaHHA
0oOaTKOBOI IHQOPMaLii Mpo
XipyprivdHUM NOTOK

Linkgue Diiics lmnhifioation

[01) O73926182002007
F (1) YYMMOO
4100 XK
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IHCTPYMEHTU

Ceeppasio PrimeTaper (PrimeTaper Drill)

‘_": DS PrimeTaper
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IMnnaHTOBOA EV L —
(Implant Driver EV) “EE—s

MiTumk PrimeTaper
(PrimeTaper Tap)

HIXEX)

@265 @325 @385 Da4d5 0505,

MpomixkHe cBepano
(Intermediate Drill)

8 IR RN
&®:®

MonoBy)KyBay iHCTPYMEHTY IHAWKaTop HanpaMKy PrimeTaper
(Instrument Extender) (PrimeTaper Direction Indicator)

FMMBMHOMIpP iIMMNaHTaTy
(Implant Depth Gauge)
PrimeTaper/ Astra Tech
Implant EV

Kntou guHaMoMeTpuyHun EV
(Torque Wrench EV)
BuKpyTKa LWecTurpaHHa
(Hex Driver)

PyKosaTKa 4ns AnHaMoMeTPUYHOro Kitoda EV xipyprivHa
(Torque Wrench EV Surgical Driver Handle)

IHCTpYKUIi 3 ounLEeHHA Ta cTepunisauii

BU1pobu npr3aHadeHi ANng ounileHHa Ta cTepunisauii nepen KNiHIYHYM 3aCTOCYBaHHAM, 32 BUHATKOM
CTEPUMBHUX YMAaKOBaHMX BMPOBIB. IHCTRYKLLT 3 OUMLLEHHSA Ta cTepuni3aLii 6ynm po3pobneHi Ta 3aTBepaXKeEH
KomMMaHieto Dentsply Sirona BiAMNOBIAHO A0 YMHHWX CTaHOAPTIB. 149 oTpMMaHHAa 40AaTKOBOI iHdopMalii Ta
MOKPOKOBUX MpoLenyp 3BEPHITLCA [0 IHCTPYKLI 3 ouMLLeHHa Ta cTepunisauii. Jna BMpo6iB, BUNYLLEHMX
IHLWKMMK ODILIMHUMU BUPOBHKWKaMK, AWB. IHCTPYKLiIO 3 eKcnyaTauii BiANOBIAHOrO MpoayKTy.
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NigroToBkKa no)a iMnnaHTaTy

4. ['ligrotoBKa Nox<a iMniaHTaTy

BaknmBo oTprMaTKh iHGOPMaLLito MPO AKICTb KICTKM B MiCLLI BCTAHOBAEHHA iMMMaHTaTy, OCKINbKM BOHa MOXKe
OYTU PI3HOIO Y BEPXHIM | HKHIM LWeneni. Ha eTani nnaHyBaHHA TaKOX AYyXKe BaX/TMBO MepeKoHaTVCA B TOMY,
IO FOPU30OHTaNbHWM i BEPTUKANbHUIM 06'EM KICTKM AOCTaTHI A9 BCTaHOBAEHHSA iIMMaHTaTy.

Y po6oTtax Misch! i Lekholm Ta Zarb? BuaingaioTbca YoTrpu
Knacy LWINbHOCTI KicTku: D |- D IV

s%
-
.gu
i)
u
4
-
.
KicTka 3i KicTka 3i KicTka 3i KicTka 3i
winbHicTio D | winbHicTo DIl winbHicTio D 11l winbHicTio D IV
LLinbHa LLinbHa ToHKa KopTukanbHa
KOpTMKanbHa KOpTWKasbHa KOpTMKanbHa KicTKa BiACyTHS,
KicTKa, ryéyacta  KicTka, KiCTKa, TOHKa ry6yacrta

OpibHoMopucTa KicTKa.

rybuacTa KicTka.

KiCTKa MPaKTUYHO KpyMHO3epHWCTa
BiACYTHS. ry6yacTa KicTka.

MpoTokon ceepa/liHHA/MpenapyBaHHS KiCTKM
PeKoMeHOoBaHUM NPOTOKOJ NpenapyBaHHSA KiCTKU ANng M'AKOoi, cepeaHboi Ta LWiNIbHOI KiCTKMU

S 1 2 3 4 5 6 7
21.9 @2.35 @2.95 @3.55 D415 @475 @5.35
@3.0 ® ® JolL
@3.6 P PS e[
242 [0 o ® ° Je[
0438 . ° o Tl
@5.4 PY PS PY PY 3olE
" | Indpamm nosHavyeHi Homepwu ceepgen 1-7 2
" u ][ BiOHOCUTBCS TiNbKWM OO MPenapyBaHHA KOPTUKaNbHOI KiCTKM
(o6oB'A3K0OBO)
B ApanTymnTte npenapyBaHHA KOPTUKaNbHOI KiCTKM
[0 iHOAMBIOYaNnbHOI TOBLLMHW KOPTUKaNbHOI KiCTKM 6.5 s 15 17
® CBepafliHHA 40 NO3HAYKM 2 MM 3a JOMNOMOroto cBepaa 9 m 13
019 npenapyBaHHA KOPTUKaNbHOI KiCTKU «] [» 3a6e3neunTb
[OCTaTHbO MicLA ANnd YacTUHU iMnnaHTaTy MicroThread.
xepena:

1. Misch CE: Density of bone: Effect on treatment plans, surgical
approach, healing, and progressive bone loading. Int J Oral
Implantol 1990;6(2):23-31.

2. Lekholm U, Zarb GA: Patient selection and preparation.

In: Branemark PI, Zarb GA, Albrektsson T (eds): Tissue-integrated
prostheses. Osseointegration in clinical dentistry. Quintessence,
Chicago 1985:199-209.
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MpoTokon NnpenapyBaHHS OJ1F KICTKU Ay)Xe HU3bKOI WiNIbHOCTI

MigroToBKa no)ka iMnnaHTaTy

Cs 1 2 3 4 5 6 7
219 @235 22.95 @3.55 @415 24.75 @5.35
230 B ° 3joll
236 B ° ® g[Sl
@4.2 'S ® Jo[
248 e ° ® 3ol
5.4 ® ® ® 3ol
B Mo)Ke 3aCTOCOBYBATUCS B JTYHKax
MpoTokon npenapyBaHHSA onsa KiCTKU Ay)Xe BUCOKOI LWiNIbHOCTI
SHm— 1 2 3 4 5 6 7
219 22.35 22.95 @355 2415 2475 @5.35
@3.0 ° ° e e
236 B ° ° Je[: °
@4.2 ° e ° Je - °
@48 ° ° ® 310l o
@5.4 T rY Y o Je[- o

B [ocTynmHUW MiTYnK PrimeTaper (PrimeTaper Tap), BAKOPUCTOBYETbCH MiCNA MpenapyBaHHSA KOPTUKaNbHOI KICTKM [

CBepaJliHHA OCTEOTOMIYHOIO OTBOPY TOYHOrO AiaMeTpa

LocTynHi N'aTe LOOATKOBUX MPOMIXKHWX cBepaen 2v2-6%2 ana ceepa/liiHHA OCTEOTOMIYHOIO
OTBOPY TOYHOrO AiamMeTpa.

Lle KOPUCHO, AKLLO HEOBXIAHO TPOXM PO3LLMPUTN OCTEOTOMIUHKMK OTBIP abo TPOXM
HeLoCBepaINTM MOro NOPIBHAHO 3 PEKOMEHA0BaHUM MPOTOKOIOM.

3aBepLUiTb CBEPANIHHA OCTEOTOMIYHOIo OTBOPY MNpenapyBaHHAM KOPTUKaNbHOI KiCTKU | [.
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MigroToBKa noxa iMnnaHTaTy

MpoLuenypa NiaroToBKM NoXa iMniaHTaTy

Ha 306payeHHAX Aani mokasaHo NiaroToBKy noya iMnnaHTaTy PrimeTaper EV, aiameTp 4,2,
BurcoTa 11 MM (PrimeTaper EV @4.2x 11 mm) 3 BUKOPUCTaHHAM PEKOMEHO0BaHOro MpPOTOKOSY.

Happis
B 3po6iTb Hagpi3.

m [iAHIMITb | BioBEpPHITb CIM30BO-HaAKICTKOBNM
KNanoTb.

Bnictep

B BigKpuKTe CTPWMXKEHb CBEpPANa, BiOirHyBLIM Hasag,
BEPXHil Kpal Bnictepy.

MapkyBaHHS

B BifgsHauTe KOPTUKanbHY KiCTKy 3a JONOMOroto
Hanpaensioyoro ceepana (Guide Drill) abo cnuco-
nopi6Horo ceepana (Precision Drill), wo6 ctBoputH
HafiiHy Mo4aTKOBY TOUKY A8 HACTYMHOrO CBEPANa.
Ceepgano cnuconofi6He (Precision Drill) - my»e
rocTpe CBepPAsIo, MpU3HadeHe TiNbKu A8 O4HOPa30BOro
BUKOPWCTaHHS. Micng BUYYeHHS 3 yNaKoBKM Lie
cBepao He cnif 6paTit pykaMu a6o NoMmiLLaTH B JIOTOK.

3axBaT

B 3aKpiniTb CBEPANO B KYyTOBOMY HAaKOHEUYHUKY.

Pi>ky4i iIHCTPYMEHTM po3paxoBaHi MPU6GAM3HO Ha
[ecaTb UMKAIB BUKOpUCTaHHS. MolKoaykeHi a6o
3aTynsieHi iIHCTPYMeHTU nianaratoTb HeramHin

3aMiHi. AKypaTHa i peTenbHa gesiHdekuid Ta

O4HnLEeHHA ceepaen 38693“8‘-{)/6 iXHIO ONTUManbHy

ebeKTUBHICTb.

32672260-USX-2403 PrimeTaper Surgical manual_update 2412.indd 16

Bnictep

B BigKpuiTe YNaKoBKy Ta MOMICTiTb 61icTep
Y CTEPUIbHY 30HY.

B 3adikcynTe cBepaso, CTUCHYBLUW 6nicTep.

Ceepgsio 1, 1,9 mm (Drill 1 31.9)

B BukoHalTe CBePAiHHA Ha NOTPIGHY rMUGKHY B
3an1aHoOBaHOMY HaMpPAMKY.

m CBepAniHHA HagacTb UiHHY iHbopMauito
MpPO KOPTUKaNbHY i ryGYacTy KicTKU.

B BCTaHOBITb MEHLUNM KiHeLb iHOVKaTopa
Hanpsamky PrimeTaper (PrimeTaper Direction
Indicator) y nigrotosntoBaHy o6nacTb
On9 Bisyanisauii/nepesipkiy Hanpamky.

MakcrManbHa LWBWAKICTb CBEPASIIHHA -
1500 06/xB, 3 IHTEHCUBHMM 3POLLIEHHAM.

2024-12-20
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MigroToBKa Nno)a iMnnaHTaTty

MpoLuenypa NiaroToBKM NoXa iMniaHTaTy

CeBepano PrimeTaper 3, 2,95 MM  CBeppano PrimeTaper 4, 3,55 Mmm BuMiploBaHHSA rMU6UHN
(PrimeTaper Drill 3 @2.95) (PrimeTaper Drill 4 @3.55) OCTEOTOMIYHOro oTBOPY

B [icna ceepaniHHA PeTenbHO BUMIpAKnTe rMnbuHy

B BuKkoHalTe CBepAiHHA Ha MNOTPIGHY MNGUHY B B BuikoHalTe cBepAniHHA Ha NOTPIGHY rMN6UHY i A ¢

3annaHOBaHOMY HanpPSIMKY. y 3aMNaHOBaHOMY HaMpPAMKY. [INAHKW BCTAHOBMEHHS IMMAHTaTy MUGUHOMIPOM.
. . . . . . ® BuKopucToBy#WTe ANA MNGUHM Ty CaMy KIiHIUHY TOUKY
B BCTaHOBITb GiNbLUNI KiHELb iHAMKaTOpa ® [lepeBipTe MNGUHY OCTEOTOMIYHOIO OTBOPY 3a A = )
. L BIAMIKY, LLO ¥ N9 NNAHOBAHOTO NONOXEHHS! IMMNaHTaTy.
HanpAMKy B NiAroToBnoBaHy o6nacts Ana [0MOMOroto MMMGUHOMIPa iMANaHTaTy. ’
Bisyanisavii/nepesipku HanpPaMKy. nnbuHa Mae 6yTM FOCTaTHbOD?, Ifw6 iMnnaHTaT ‘
nepebyBaB Ha PiBHI NPWUAErNOi KICTKM NPUNErnol KICTKA Y

OiNAHUI LWWIAKK iIMNNaHTaTy abo TPOXM HUKYe

10a JonaTtkoBo

|

MpenapyBaHHA KOPTUKaNbHOI KicTKK - cBepAio PrimeTaper 5, 34,15 MM (PrimeTaper Drill 5 @4.15) BM6ipKOBa Hapi3Ka B OoyXXe
LLLiNIbHIN KicTLi

KopTuKanbHa KicTKa TOBLLUMHOW 1 MM KopTuKarbHa KicTKa TOBLUMHOIO 3 MM

m [MpenapyBaHHs KOPTUKANbHOI KiCTKW BiA3HaYeHO m [1pocBepaniTh yCIo TOBLUMHY KOPTUKaNbHOI B [pocBepaniTb NI0Xe 3a AOMOMOro MiTYMKa
B MPOTOKONI MpenapyBaHHS KiCTKM TaKnM KICTKM, Y LIbOMY BMMaAKy 3 MM. PrimeTaper, @4,2 (PrimeTaper Tap @4.2) 3a
cumBonom J. [ MaKcKMarbHOI WBUAKOCTI 25 06/XB Yepes

KOPTMKanbHy KiCTKy. MapKyBaHHS Mo3Havae

B [pocBepAniTb yClo TOBLUMHY KOPTUKaNbHOI
rMNBUHY 6,5 MM.

KICTKM, Y LIbOMY BMMNaAKy 1 MM.

[oBEpPHITb MITYMK MPOTU FOANHHUKOBOI
CTPINKW 419 BUSTYYEHHS 3 OCTEOTOMIYHOrO
OTBOPY.

CBepaniHHA 4O Mo3HaYKM 2 MM 3a AOMOMOrolo cBepha/ia AN8 npenapyBaHHA KOPTUKanbHOI
KiCTKM «] [» 3a6e3ne4nTb 4OCTaTHbO Micusa ANa YacTUHKM iMnnaHTaTy MicroThread.

17
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YnakoBKa iMnnaHTaTy

5. YnakoBKa iMMnaHTarty

IMnaHTaTK PrimeTaper EV (PrimeTaper EV) nocTtavyatoTbCa y MOABIMHIN CTEPUNbHIN BRiCTepHIM

YMaKoBLLi, MOMILLEHIN Y KOPOOKY.

T
E
1

/f

30BHILLUHA yraKoBKa Bnictep
® [liamMeTp iMMAaHTaTy, cneLianbHe ® BHyTPILLHA CTepUSIbHa yNaKoBKa
KONMbOPOBE MaPKyBaHHS BignosiuHo no = MicTiTb KOHTelHep iMAnaHTaTy
3'egHaHHA EV Ta iHbopMaUuia Npo AOBXKMHY
IMNAaHTaTy 3HaxOANTbLCA Ha BiUHMX ® BigpuvBHa Haknenka 3 HOMepoM napTii
E€TMKEeTKax. 0119 3a6e3nevyeHHs 3pyYHoi
OOKyMeHTaLii xoay NikyBaHHS.

® QR-KOOM OOCTYMHI 3 ABOX CTOPIH.
® [pu cKIagaHHi Bca BaxxnMBa iHdopMmallia
Npo ToBap 3aNMLWaETbCA BUOMMOLO.

B |HCTPYKLLi i3 3aCcTOCYyBaHHA OOCTYMHI B
eneKTpoHHoMyY Burnaai (elFU) Ha Be6-caunTi
ifu.dentsplysirona.com.

2024-12-20 10:45
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6. BctaHOBNEeHHSA iMNaHTaTy

KoHTenHep iMnnaHTaTy
® Po3KpUMTe BNiCTEPHY YNaKOBKY.

B [epeMicCTiTb CTEPUNBbHNI BHYTPILLHIN
KOHTEWHEeP Ha CTePUIbHY 30HY.

B 3HiMiTb KOBMAYOK 3 KOHTENHePY,
3aKpy4yoUmn MOro, LWo6 OroInTr BEPXHIO
YacTUHY iMMNnaHTaTy.

MexaHi4yHUM 3axBaT iMNIaHTaTy

" MMpurenHanTe BiONOBIOHWI iIMMIAaHTOBOL,
EV (Implant Driver EV) no kyToBoro
HaKOHEeYHWKa (OMB. YXOBTI CTPINKM).

= O6epeXXHO MOBEPHITb IMMIaHTOBOA B
iMnnaHTaTi, Wob noegHaTtu dikcyBanbHi
BUCTYMW.

® He 3axontonTe iMMIaHTaT Mig
HenpaBUIbHUM KYTOM i He 3aCTOCOBYMTE
HaaMipHY cuny, Wo6 3pobUTK 3axBaT.

= [lepeKkoHaMTecs Wo6 iMnnaHToBOA 6yB
MOBHICTIO BCTaBMEHUI B iIMMaHTaT,
LOMB. CUHI CTPINKW.

BcTaHoOBNEHHNA iMI'IJ'IaHTaTy

Pyu4HUi1 3axBaT iMNnaHTaTy

" MMpurenHanTe BigNoBigHMM iMnnaHToBod EV
(Implant Driver EV) 0o xipypriyHoi pyKoaTKm
(Surgical Driver Handle), o6 3axonmnTn
iMnnaHTaT.

® |[MMNIaHTOBOM YCTaHOBEHO MPaBUIbHO, AKLLO
KOMbOPOBE MapKyBaHHA 6e3nocepenHbo
KOHTaKTYE 3 PYKOATKOIO (QMB. YXOBTI CTPINKM)

B O6eperXKHO MOBEPHITb IMMNAHTOBOA B iMMIaHTaTI,
06 noepHaTH dikcyBanbHi BUCTYMU.

m» He 3axonnonTe iMNNaHTaT Nig HENPaBUIbHUM
KYTOM i He 3aCTOCOBYMNTE HaaMipHy CUny, LWo6
3po6UTM 3axBarT.

[MepekoHarTecs Wo6 iMnnaHToBos 6yB
MOBHICTIO BCTABNEHWI B iMMIaHTaT,

[OVB. CUHI CTPINKMN.

MexaHi4yHe BCTaHOBMNEHHS iMNNaHTaTy Py4yHe BCTAHOBMEHHS iMNIaHTaTy

® BCTaHOBITb iMMAaHTaT 32 LOMOMOTro
KYTOBOIO HAaKOHEYHMKA 3a HU3bKOI
WBMAKOCTI 06epTaHHS (25 06/xB) i
PACHOMY MPOMUBAaHHI.

B BKPYTIiTb iIMMNAHTAT B OCTEOTOMIYHUM
OTBIp. YHWKaNTe HaaMipHOro Tmcky. Mig
Yac BCTAHOBMEHHSA iMNNaHTaTy 3ycunnsa
dikcauii He MOBMHHO NepeBMLLYBaTH
45 HeM. 9KLWo nicnga gocarHeHHa 45 Hem
iMANaHTaT He BCTAHOBMIEHWIN MOBHICTIO,
BUKPYTITb/BUTAMHITb iIMAaHTaT i
PO3WMPTE OCTEOTOMIYHUM OTBIp,
HacKiNbKM HeobXigHo.

32672260-USX-2403 PrimeTaper Surgical manual_update 2412.indd 19

B BCTaHOBITb IMMNAHT, BUKOPUCTOBYOUM
iMNNaHTOBOL i XipypPriuHy PYKOATKY.

PekoMeHOyeTbes
TpPUMaTK Mig, PyKoo
TUTAHOBI LUMMLL, Ha
BMMa[OK AKLLO
iMnnaHTOBOA He
3a6e3neynTb
focTtaTHto dikcauito
nig Yac npouenypwm
BUNYYEHHS

®diHanbHe No3uuioHyBaHHSA

" [MprenHamTe IMNNAHTOBOA i XipypridHy
PYKOATKY A0 ANHAMOMETPUYHOIO KtoYa ,
Ma€eTe MoYyTU XapaKTepHe KnauaHHs.

B Po3TallyWTe iMNIaHTaT Ha PiBHI KICTKK B
OiNAaHUi WKW iIMNNaHTaTy abo TPOXU HUKYE.

B Po3sTallyiTe ogHy 3 TOYOK iMMIaHTOBOAY
BGyKKanbHO A9 3abe3neyeHHda
OnNTUManbHOro PO3TallyBaHHA FOTOBOro
abaTMeHTy.

® O6epeXKHO BUTAMHITb IMMNaHTOBOA Y
BepPTUKaNbHOMY HanpPsaMKYy Bif OCi
iMnnaHTaTy.

19
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BcTaHoBneHHA iMI'IﬂaHTaTy

OgHoeTanHMM XipypriyHMM NPOTOKON

AKLLO NNaHYETbCA OAHOETaNHa NpoLeaypa 3 TPaHCTIHMBaNbHMM 3aroEHHAM 6€3 BUIOTOB/IEHHA TMMYaCOBOTO
npoTesa Ha iMNnaHTaTax, IMNaaHTaTU MOXKYTb BYTK 3aKpUTi popMyBadamMu AceH. Lie MOXKNIMBO, AKLLO HasgBHMM
npoTe3 Moyxke OyTV BUKOPUCTaHWM 9K TMMYacoBa pecTaBpallid. DopMyBadi ACEH TaKOXX BUKOPUCTOBYOTLCSA A4
KOHTYPYBaHHA M'GKUX TKaHWH Yy da3i 3aroeHHa.

Kpyrni ¢opMu MOXKHa 3acToCOBYBaTH B
Byab-AKUX MOMOXKEHHAX Y POTI.

TPUKYTHI dOpPMK NpM3HaYeHi oA iMnnaHTaTiB
Yy NepefHboMy Bifaini Ta iMiTauii opmm pisuis
i ikniB. TPUKYTHUIM abaTMeHT HealDesign EV
(Triangular HealDesign EV) cknagaeTtbca 3 BOX
YaCTUH.

BcTaHoBneHHsa popMyBayua AceH HaknagaHHs weiB

® BcTaHoBITb popMyBay aceH HealDesign EV  ® ApanTyiTe Ta 3allMinTe M'aKi TKAHUHU.
32 LOMOMOrOH LLECTUTPAHHOI BUKPYTKM
(Hex Driver).

B 3aKpiniTb GopMyBay AceH Bpy4YHY 3a
[OMOMOTOKO NIErKOro HAaTUCKY NanbuaMm
(5-10 Hem).

Mepen yCTaHOBKO MIATOYITb HAABHWI TUMYACOBMN MPOTE3, HanpuKiag,
6loreNbHUM NPoTe3 abo MOCTOMOAIGHMI NPOTE3, 3aKPINNEHUM Ha CyCioHIX
3y6ax, Wob YHEMOXINBUTU TUCK Ha GOPMYBaY ACEH.

20
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BcTaHoOBNEHHNA iMl'IﬂaHTaTy

[1BoeTanHMM XipypriyHMM NPOTOKO/T

AKLLO NNaHyETbCA ABOETaNHa NpoLeayPa, iMMNAaHTaT 3aKpMBatoTb MBUHTOM-3aryLKOK Ha Yac Gasmn
3aroeHHsa 4Nga 3anobiraHHa NOTPANIAHHA CAUHK Ta BakTepin.

BcTtaHOBNEeHHSA FBUHTa-3arnywkKu HaKﬂaD,aHHFl BiB pO3KpVI1'I'F|
® BcTaBTe rBuHT-3arnywky EV (Cover Screw ® BcTaHOBITb Ha MicLe i 3adikcyTe TKaHUHHI ™ TMicna dasu 3aroeHHs Po3KpumTe
EV) 3a monomoroto wecTurpaHHoi KNanTi WBaMK. iMMNNaHTaT on1g BUrOTOBEHHS

BUKPYTKK (Hex Driver). opToneanyHoI pecTaBpallii.

B 3a5eXXHO Bif 3annaHoBaHoI nMpoLuenypm
BCTAaHOBITb GpopMyBay AceH abo
TWUMYacoBY pecTaBpaLlito.

B 33TArHiTh 32 JOMNOMOro 1erkoro
HaTUCKy nManbuamu (5-10 Hem).

PekoMeHOoBaHe 3ycunna/Topk dikcadii

PekoMeHaoBaHe 3ycunnsa/Topk dikcauii Ansg BcTaHOBNEHHS Ta 3aTAryBaHHs

Tun BCcTaHOBMIOBaHOI NpoayKLUii 3ycunnsa/Topk dikcauii (Hcm)

® BcTaHOBMEHHS iMMNaHTaTIB Makcumym 45 Hem

5-10Hecm

BpyuHy / nerkmim
HaTUCK NanbuaMm

" BUHTU-3aryLLKN

" KOMMOHEeHTW ANA 3aroEHHA

21
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HasirauinHa xipyprisa

7. HaBirauinHa xipypris

Komn'toTepHe 3D niaHyBaHHSA Ta BCTAHOBMNEHHA IMMMAHTIB

Mpouenypa BCTaHOBNEHHS IMMAAHTIB MnaHyeTbea B 3D 3a 4OMOMOroo MporpaMHoro 3abesnedeHHa Simplant.

BoHO Hapae NoBHe 306paykeHHa aHaToMil NauieHTa Ana BMbopy Ta po3TallyBaHHSA iIMMIaHTIB | abaTMeHTIB.

3a gponomoroto Simplant SAFE Guide (Big koMnaHii Dentsply Sirona a6o 3D-OpyKoBaHOro B KMiHiLi 3a
nonomoroto Simplant Guide File), a Takoxk 3a gonomoroto CEREC Guide 3 (BUpobHMLTBO 6e3rnocepenHbo B
KNiHiL), By MoxkeTe npaLtoBaT B HaBirawimHiM xipyprii. Lle o3Havae, Wwo BCi XipyprivHi eTanu, Big MpoKony
M'AKMX TKaHWH 00 BCTAHOBAEHHA iMMaHTaTa, MOXYTb OyTV BUKOHAHI 3 BUKOPUCTAHHAM LAaGMIOHY.

XipypriuHa npocToTa

BrikopucTaHHa Simplant Guide 3 iMnnaHTaTaMu PrimeTaper EV pobuTb NpoLenypy TOHHOW Ta 6e3MeUHOoto.

= CucteMa «Sleeve-on-Drill» cnpoliye 06po6bKy | 3aMiHAe KoY ANA cBepana, Wo A03BoNde 0binT1ca 6e3 4oNOMOork ackcTeHTa.
= |HCTPYMEHTM AN HaBiraLiHoI Xipyprii BUKOPUCTOBYOTb ab0 abCcotoTHI 06MexyBadi Ana ceepas, abo MITKU rMMOUHM.

= [looaTKoBMI BivHMIM ocTyn Simplant SAFE Guide noneriye BUKOPUCTAaHHA HaBiTb Y BMMaaKax 3 OOMeXeHM
MDKOK/TIO3IMHVM MPOCTOPOM.

= Koy MapKyBaHHSA Ha iIMMIaHTOBOAI 3GiraeTbCa 3 NaLLiEHTCbKMM MapkyBaHHAM Ha Simplant Guide, Le 3ab6e3neuye
npaBWbHe 06epTaHHA IMMAaHTY BiAMNOBIAHO A0 MNMaHy, CTBOPEHOIO B MPOrpamMHoMy 3abesneyeHHi.

KonbopoBe MapKyBaHHSA
Cuctema iManaHTiB PrimeTaper EV gocTynHa B pi3HKWX AiaMeTpax i 4oBMHax. KonipHe MapKyBaHHA

nonerwye ineHTudIKaLito NpaBUIbHOro 3'eaHaHHa Ta BUGIp BiAMNOBIAHWX OPTONeAMNYHMX KOMMOHEHTIB.

IMnnaHTaTK PrimeTaper EV B HaBirauinHin Xipyprii:

IMnnaHTaT @ MM 3.0 3.6 4.2 4.8
3‘€'D'HaHHq
LoBXWHa MM - - 6.5 6.5
8 8 8 8
9 9 9 9 i
'I?* ™
n n n n
13 13 13 13
15 15 15 15

22
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IHCTPYMeHTU ANna HaBirauinHoi xipyprii

8. I[HCTpYMeHTM Ona HaBirauinHOI Xipyprii

Ona HaBirauinHoi xipyprii 3 iMnnaHTaMum PrimeTaper EV gocTynHi cneuianbHi iIHCTRYMEHTW.
BOHM MOXXyTb BMKOPUCTOBYBaTKCA NuLLe pa3oM 3 Simplant SAFE Cuide Ta CEREC Guide 3.

= VCi piXKy4Yil IHCTPYMEHTM Ta HanpaBAaoYi BTY/IKM ON9 CBEPO MOCTadatoTbCa B CTEPUNTBHOMY BUTIAAI.
= YCi IHCTPYMEHTM 6araTtopasoBOro BUKOPKWCTaHHS, 32 BUHATKOM MyKOTOMY Ta HampaBnaoumMx BTy/10K 4149 cBepas.

= Yci cBepafia NpuU3HadveHi Ana BUKopUcTaHHA He 6inblie 10 pasiB abo MeHLe, AKLLO BOHW 3aTynaeHi.

MyKOTOM
MykoToM GS (Mucosal Punch GS)

BUKOPKMCTOBYETbCA A1 KPYFOBOIO PO3pi3y Nia OiaMeTp

iMMaHTaTy B CIM30BIiM 060MOHLL 10 PIBHA KOPOHabHOI
YaCTUHW KICTKM, e Mae 6yTu po3TallioBaHWM NNeYoBUiA

Kpan iIMMnaHTaTy.

= MapKyBaHHS BIAMNOBIOAE OOBXMHAM IMMIaHTIB.

6.5-9-13

8-11-15

= MapKOBaHi 3a llaMeTPOM Ta MpU3HaYeHi 014
OHOPA30BOr0 BUKOPUCTAaHHA.

Ceeppgna

MouaTtkoBe cBepano GS (Initial Drill GS)

BUKOPUCTOBYETLCH ANA BUOANEHHA CNM30BOI 0B0MOHKM Ta CTBOPEHHA 6.5:9-15

MOYaTKOBOI TOYKM ANS HACTyMHWX cBepaniHb GS. 8-11-15

= MapKyBaHHA BIAMNOBIAAE OOBXKMHAM IMMIAHTATIB.

= MapKoBaHi 3a AiaMeTpoM.
Cuctema Sleeve-on-Drill (Sleeve-on-Drill system)

Ceeppana 3 BTy/IKaMu On4 cBepasl, Wo dikcyeTbes

6e3nocepenHbo Ha IHCTPYMEHTI.

O6MexyBay cBepana 65913

= [pU BUKOPUCTaHHI HaBirauii (riga) rapaHTyeTbea
MpocTe Ta TouHe cnpaMyBaHHA cBepaia.
= MeXxaHiuHum obMexyBad rmrbuHy ceepana

3a6e3neydye TOYHUIM KOHTPOb MTNOUHMN.
Ceepano PrimeTaper GS (PrimeTaper Drill GS)

4MM
3Mm
2mMm
MM

Kanan dikcauii
019 BTY/IKM

BMKOPWCTOBYETHCA A71F MOCNIA0BHOI MiArOTOBKM S10Ka 5
TySIKa

SEsSsS———

04 iMnadTaTa BignoBiAHO A0 3an/laHoOBaHOoI

OOBXXWHW Ta AiaMeTpa iMnaaHTaTy.
Ceeppana GS 3, 4,51 6 3 BTynkamu gna

= Hagirauia 3 Sleeve-on-Drill cuctemolo. iMMNNaHTIB LOBXMHOK 6.5-8 MM MOXYTb TaKOX
o . . BMKOPUCTOBYBATUCA OIS MiArOTOBKMU
= MapkoBaHi BiANOBIAHVM HOMepoM AiameTpa (1-6) KOPTUKaNbHOI KICTKM Ta MatoTb BignosigHi
Ta OOBXWMHOIO. MiTKU TIM6UHM BiO 1 00 4 MM. TInMGKMHa

cBepaNiHHA KOPTUKaNbHOI KICTKM MOBUHHA
KOHTpO/toBaTUCS BisyanbHo, 6e3
BUKOPUCTaHHA 06MexXKyBaya rMmnomnHM.

23
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IHCTpyMeHTU AaNna HaBirauinHoi xipyprii
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Ceepano PrimeTaper GS (npoMiXkHe)
PrimeTaper Drill GS (intermediate)

[n4a TO4HOro KopmryBaHH4a giameTpa

OCTEOTOMI.

= Hagirauia 3a goMoroto crcMmemm Sleeve-on-Drill .

= MapKoBaHi BignoBioHMM HOMEPOM AdiamMeTpa
(212-5Y2) Ta DOBXKMHOLO.

KopTukanbHe cBepano PrimeTaper GS
(PrimeTaper Cortical Drill GS)
Ceepana BUKOPKWCTOBYOTLCA A4 MiAroTOBKM

KOPTUKANBbHOI KICTKM Ha MMOUHY 2 MM.

= O6MexXKyBay rmnbrHM.

= MapKoBaHi BigMoBiAHO OOBXXMHOK Ta
OiaMeTpOoM Y Oy>KKax.

IMAaHTOBOL

IMnnaHToBOA GS (Implant Driver GS)

BMKOPUCTOBYETLCA ANA BCTAaHOBNEHHA

iIMMAIaHTY B MiAroTOBAEHE NOXKe ONF

iMOnaHTau,i.

= G IHOEKCALIMHMX BUCTYMIB, LLO
dikcytoThb IMNNaHT y Byab-aKiv 3 6
BHYTPILLUHIX MO3MLLIN.

" 6 iHOEKCALIMHKMX MO3HAaYOK Y300BX OCi
BioMoBigatoTh 6-iHOEKCOBaHMM
no3unLiaM B iMMaaHTaTi.

6.5-9-13

8115

= [1Bi GOPO3HW Ha Bany BKa3yoTb
BiAMOBIOAHY AOBXMHY iIMMMaHTaTa:
8-11-15 MM | 6-9-13 MM

= KOfbOpOBE MapKyBaHHS.

Cucrtema oikcauii

Ceeppano onsa ¢ikcyodoro reumHTa GS

(Guide Fixation Drill GS)
BUKOPWCTOBYETbCA AN4A NiArOTOBKM
KICTKM A9 BCTaHOBEHHSA
diKCcyBanbHOIo rBMHTA. f
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BTtynka PrimeTaper GS (PrimeTaper Drill Sleeve GS)
[na 6e3nevyHoi Hagirauii ceepan y

XipYPriYHOMYMPOTOKO/I.
= MapKoBaHI BigMoBIAHWMM OiaMETPOM | HOMEPOM.

= MapkosaHi XND (Extra Narrow Diameter, gy»e BU3bKIM
OiaMeTp) Mpw BUKOPUCTaHHI 3 cBepanaMm And iMniaHTiB
3.0, ND (Narrow Diameter, By3bKMi giaMeTp) npu
BMKOPWCTaHHI 3 cBepanamy Angd iMnnaHTie @3.6 MM Ta @4.2
MM a6o WD (Wide Diameter, LUMPOKMK OiamMeTp) Ana
IMMANAHTIB @4.8 MM. iﬁ |

Yepes HasdABHICTb Yy T/IMBOI MPY>XWNHW BCepeaVHi, BTYNKW AN
cBepAl He MOXKHa CTepui3yBaTh MOBTOPHO. BTyNKM
NpU3HaYeHi nuLe ANg 0OAHOPa30BOr0 BUKOPUCTaHHS Ta
MOBUHHI BYTU 3aMiHEHi Ha HOBI MiCNA KOXXHOrO BUMaaKY.

MiTumuk PrimeTaper GS (PrimeTaper Tap GS) ..

Ina npenapysaHHa oy>ke 6.5-9-13 8-11-15
LLITbHOIT KICTKM.
Y
. MMM
= MapkyBaHHA 33 AilaMeTPOM. 6.5MM

6.5MM
= MiTKM BignoBigatoTb
peKoMeHOoBaHUM rMrbrHam
npenapyBaHHAa ANa iMNNaHTaTIB
OOBXWMHOK 6.5-9-13 MM Ta 8-11-15 MM
BigMoBIigHO.

CrabinizauimHmnm abaTMeHT

CtabinisauinHum abatmMeHT EV
(Stabilization Abutment EV)
BukopwucToByeTbca ana ctabinizauii

XipypriyHoro wabnoHy ana noganbLuloi
0BPOGKY IMMNaHTaTy.

= MapKoBaHi 3a AiaMeTPOM Ta JOBXKMHOIO
iMMNaHTaTa 6.5-9-13 MM abo 8-11-15 MM.

= KONbopoBe MapKyBaHHS.

®dikcyBanbHUM reBuHT GS

(Guide Fixation Screw GS)

3aKpinoe WabnoH
6e3nocepenHbo Ha KiCTLi Ana
3abe3neyeHHsa Moro HepPyxXoMoCTi.
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IHCTPYMeHTM ANna HaBirauinHoi xipyprii

JTotok PrimeTaper GS anga HaBirawimHoi Xipyprii

YCi IHCTpYMeHTV ONg HaBirauinmHoi xipyprii 36epiratoTbca B NOTKy PrimeTaper GS, KM CNpOoeKToOBaHMMN
TaKMM YMHOM, LLIOO ByB Nerkum gocTyn OO BCiX IHCTPYMEHTIB, @ MPOLIECU OUMLLEHHA Ta CTepmnisauii 6ynm
NPOCTUMU. IHCTPYMEHTU PO3TaLLOBaHI B MOPALKY X BUKOPUCTaHHSA.

Ceeppasio PrimeTaper GS (PrimeTaper Drill GS)

- DS PrimeTaper ::31:@

Guided Surgery
" PIPSS®
1L
AR X X X X

MykoTom GS

(Mucosal Punch GS) 1 l

B1H1E

R
cﬂ"‘_"
=

BIIS

-

[opnaTkoBi enemMeHTn

IMnnanToBon GS
(Implant Driver GS)

MiTtumk PrimeTaper GS
(PrimeTaper Tap GS)

KopTuKasnbHe cBepano

&5
n
Tl-eeeee I
[MouaTkoBe ! 1 2 3 X d S5 65013 b
@B 0 @@
(Initial Drill GS) »@oo H==9—@
@@ e o (BB ® @
@B e oo |BH S ®
@B -0 o o @®® @
BUKpYTKa D%. Te ® @ %.
LecTUrpaHHa, AND WO WD
py4dHa (Hex t !_‘—J
Driver Manual)

Btynka PrimeTaper GS (PrimeTaper Sleeve GS)

CrabinizauinHuin abatMeHT EV
(Stabilization Abutment EV)

PrimeTaper GS

(PrimeTaper Cortical Drill GS)
PykoaTka ona AMHaMoMeTpUYHOro
Kntoya EV XipypridHa

(Torgque Wrench EV Surgical Driver
Handle)

q
5.5/5/13 -8/1ns
OUMHaMOMeTPUYHUN
Kntod EV
(Torgue Wrench EV)
o —

PyKoaTKa 015 AMHaMoMeTPUYHOro Kitoda EV xipyprivHa
(Torque Wrench EV Surgical Driver Handle)
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LLlecTurpaHHa BUKpyTKa
(Hex Driver)
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IHCTPYMeHTU ANa HasirauiHoi xipyprii
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J1loTok Manumn PrimeTaper GS s HaBirauinHoi xipyprii

(PrimeTaper Surgical Tray GS small)

THYUKMM, KOMA@KTHUM Ta 3pYYHMIA Manuii NOTOK ANA XipypriyHmMx npoueayp Ta 36epiraHHa iHCTPYMeHTIB.

MpomixHe cBepano PrimeTaper GS (PrimeTaper Intermediate Drill GS)

DS PrimeTaper l !
Guided Surgery 215 E als st e [lonoaTKOBi eNeMeHTH
[

»@eso voe—e—@
>Beze we—@——@
Bes2 wo

M@ esns w

BTynka PrimeTaper GS (PrimeTaper Sleeve GS)

685/913

CrabinizauinHum abatmeHT EV
(Stabilization Abutment EV)

% 5 ML
a5

= | —
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XipypriuHui wa6noH
Simplant SAFE Guide

9. XipypridyHnm wabnoH Simplant SAFE Guide

IHOMBIOYyanbHWM WabnoH Simplant SAFE Guide BUroTOBNAETbCA Ha OCHOBI LIMDPOBUX OaHVX NalieHTa,
OTPUMaHUX 3 NepBUMHHOro KT (koMn'toTepHOoi ToMorpadii), 3a 4OMNOMOroto agUTUBHOIO BUPOOHMLTBE 3
MeaUYHOI cMOoNK (TexHonoria cTepeoniTorpadii). Lie rapaHTye ToUHe i YiTke NepeHeceHHsa nnaHy NikyBaHHA B
MOPOXKHWHY POTa MalieHTa.

Buaon wabnoHis
XipypriuHunit Wwa6soH 3 onopoto Ha 3y6u (Tooth-supported Simplant Guide)

= [1n9 BMNaakKiB 3 OAHWM BTpadeHMM 3yOoM Ta YaCTKOBO BIACYTHICTIO 3y6iB, KoMK BiAJAETbCA NepeBara MiHiManbHO
IHBa3MBHIW Xipyprii.

= | |leHTpanizoBaHoO BUIOTOBAAETLCA KOMMaHieo Dentsply Sirona 3 MeonyHoi cMonn abo HaOdaeTbea Y BUrnaai damny Simplant
Guide File 3 Brynkamu Simplant Guide (Simplant Guide Sleeves) 0na nokanbHOro BUPOGHMLITBA.

= HeobXxiOHO MPOBECTU CKaHyBaHHSA 3y6HOro paay (iHTpaopanbHe a6o NabopaTopHe CKaHyBaHHS), @ TAaKOX PeKOMEHOYETbCS
CKaHyBaHHd 6aXkaHOro po3TalllyBaHHS 3y6iB Ta/abo aHTaroHicTa AN9 HagaHHS KOPEeKTHOT opToneauyHoI cUTyalLlji.

XipypriuHmni WwWabroH 3 onopoto Ha crin3oBy 060510HKY (Mucosa-supported Simplant Guide)

= [1n49 BMMNaOKiB MOBHOI aAeHTIi, KON BiAOaETbCA NepeBara MiHiManbHO iHBa3WBHIW Xipyprii.

= |leHTpanizoBaHO BUIOTOBMAETbCA KOMMNaHieto Dentsply Sirona 3 Mean4Hoi cMonm abo HaJaeTbCea y BUrnaai damny Simplant
Guide File 3 Btynkamu Simplant Guide (Simplant Guide Sleeves) ona NoKanbHOro BUPOGHMLUTBA.

= [119 BUrOTOBMEHHSA OpTOMNeaMYHOro npotesa HeobxigHe apyre KT (KoMn'toTepHe ToMorpadiyHe) cCkaHyBaHH4.

XipypriuHui Wwa6noH 3 onopoto Ha KicTKy (Bone-supported Simplant Guide)

= [1n9 BMNanKiB 3i 3Ha4HO0 abo MOBHOK afeHTIElo.
= PO3MILLYETbCA Ha Weneni nicng NigHAaTTa CIM30BO-NepiocTanibHOro KnanTa.
= | leHTpanizoBaHo BUrOTOBAAETbCA KOMMaHieto Dentsply Sirona 3 Mean4Hoi CMOM BUCOKOT AKOCTI.

= /119 BUrOTOBAEHHA OpTONeaMyHOro npoTtesa HeobxigHe apyre KT (koMn'toTepHe ToMorpadivHe) ckaHyBaHH.

OuHaMiuHuIM WwabnoH no3uuii BTynku (Dynamic guide sleeve position)

MoNOYKeHHS rMNb3 Y XipypridHoMy WabnoHI HanawToBYOTbLCA BiAMOBIAHO A0 3arn/1aHoBaHOI AOBXUHM iMMNNaHTaTy. OaHa
NOBXKWMHa 60pa MOyKe BUKOPUCTOBYBATUCH A9 PI3HOI IIMOUHKM OCTEOTOMIN. [M03MLIA b3 BM3HAYaETbCA NPOrpaMHMM
3abe3nedyeHHaM BiAMNOBIAHO [0 AOBXUHM IMMIaHTaTy. PyYHe KOpUIryBaHHA HEMOX/VBE.

2MM

CBepasno 4 PrimeTaper GS
PrimeTaper Drill GS) (9-1TMMm)

Ceepgano 4 PrimeTaper GS i i
(PrimeTaper Drill GS) (9-TIMM
TNnbunHa cBepaNiHHA 9 M

i3 s
::% ) % 13.;5]'
%% i
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rnnéuHa
npenapysaHHs,
ocTeoToMii — 12MM

1MM MM

MM 3

Mif Yac NNaHyBaHHA B MporpamMHoMy 3abe3neyeHHi BapTo BpaxyBaTH,
LLIO OCTEOTOMIA MOXKe 6yTW A0 1.3 MM IMUBLLOIO 33 PEKOMEHO0BaHY
nosuLio Anga iMnnadTaTa. a4 iMnniadTaTa AOBXXUHOW 6.5 MM rMnbrHa
cBepasliHHA/0CTEOTOMIi CTaHOBUTL 7 MM.

27
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XipypriuHui Wwa6noH
Simplant SAFE Guide

XipypriyHunm wabnoH 3 onopoto Ha 3ybun (Tooth-supported Simplant Guide)

Moyke 6YTU BUKOPUCTaHUM GK 3a TEXHIKOIO 6e3 po3pi3y, Tak i 3 NiAHATTAM CMTIM30BO-MepiocTanibHOro KnanT4a.

MW BCTaHOBNEHHI KiNTbKOX iIMMAaHTaTIB Y BMMaAKax, Konm 3y6iB Mano abo icHyto4a
CTPYKTYpa 3y6iB HECMPUATIMBA, LWabMOHM 3 OMOPOI0 Ha 3y6K MOBUHHI ByTM [,00ATKOBO
cTabinizoBaHi 3a LONOMOroto cTabinisauiMHUx abaTMEHTIB. Y Takux BUMagKax NpUHanNMHI
nepLi ABa iMANaHTaTU MOBUHHI BYTW NiArOoTOBMEHI, BCTaHOBMEHI Ta cTabinisoBaHi
cTabinizauinHMMK abaTMeHTaMK, NepLL HixK PO3MoYaTV CBEPLANIHHSA Ha IHLWMX AiNAHKaX.

XipypriuHuni WwWa6bsioH 3 onopoto Ha 3y6u
(Tooth-supported Simplant Guide)

B [TepeBipTe OXOMnNeHHs OCHOBU LLaboHy = PO3MIiCTiTb LWABIOH Y MOPOXHUHI poTa MaLieHTa Ta
Ta 3a HeobXxigHOCTI BMUNpaBsTe ii. rnepeBipTe MOoro ToYHe Ta cTabinibHe NPUNATraHHA.
® 3a1eXHO Bif, KOHCTPYKUIi WabnoHy , = Konu 3y6iB 30BCiM Masno abo crocTepiracTbes
ONA OiNSHOK 3 MOBHOIO BiACYTHICTIO HecTabinbHICTb WabnoHy, Moro GiKCyoTb 3riaHo 3
3y6iB 3aCTOCOBYIOTHCA LLIAGNOHU 3 npoLeaypoto Ana XipypridyHux WabnoHis 3 onopoto
OMOPOIo Ha KICTKy abo WabnoHu 3 Ha KicTKy abo 3 OMopoKo Ha CM30BY OBGOSOHKY.

OMOpPOIO H a CIIN30BY O60/TOHKY.

XipypriyHuMm WwabnoH 3 onopoto Ha KICTKyY (Bone-supported Simplant Guide)

BUKOPUCTOBYETbCA A4 MALEHTIB 3 MOBHOK abo YaCTKOBOK aleHTIED, Y AKX BiACYTHI Binblue HixXX Tpy 3you.

1 3

XipypriuHni1 Wa6sioH 3 ONOpoto Ha KiCTKY

(Bone-supported Simplant Guide)

" MNepeBipTe NPUIAraHHa Ta MPOCTOPOBE B PO3MIiCTiTb LLIAGIOH Y POTOBIM m [lepekoHanTecs, Wo WabnoH HafinHo Ta
OXOMMEeHHA OCHOBU LLAGIOHY. MOPOXKHUHI MaLlieHTa Ta NepeBipTe Moro BipHO 3adiKkCoBaHO B LLenen.

m [1n9a 3a6e3neyeHHs YiTKoro Ta ctabinbHOro TOUHe Ta cTabiNbHe NPUNAraHHs. B 33 HeOOXIAHOCTI BUKOPUCTOBYMTE MBUHTU

npuigaraHHa ocHoBa NoBMHHa 6yTl/| nuwe onsa ¢iKcaui'[ |_|_|a6r|o|-|y, o6 SaKpiI'Il/ITl/I
HaCTINbKM BEMKOIO, HACKINbKM Lie HeOBXiaHO. LWabnoH B Lweneni.

HeobxiAHO YHUKATW HaAMIPHOIrO HaBaHTaXXeHHA Ha XipypridHWi WabnoH, Hanpuknaa, HaaMipHOro 3aTaryBaHHA rBUHTIB dikcaLii,
Haxuny iHCTPYMEHTIB i HaAMIPHOIo TUCKY, 0OCOBMMBO B ToUKax dikcaLii. Lie Moyxe Npr3BeCcTn 40 MONOMKU LLIaBNoHy, pobaaym moro
HenpuaaTHUM 019 BUKOPUCTaHHA. BUKOPUCTOBYMTE MBUHTK dikcallii TiNbKU B TUX MicUAX, A& KOHCTPYKLIA WabnoHy nepenbadae
HaABHICTb HaMpaBnaUMX rinb3 4na dikcauii.

28
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XipypriuHui wa6noH
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XipypriyHmm WwabrioH 3 ONopoo Ha CMIM30BY OO0OHKY
(Mucosa-supported Simplant Guide)

XipypridHi WwabnoHm 3 onopoto Ha clmM3oBy 060MN0OHKY 3abe3MedyoTs MiHIMarbHO iHBa3UMBHE BTPYYaHHA Ta 3a3BMYai
BUKOPUCTOBYIOTECA Yy 6€33yOuX nauieHTiB.

XipypriuHni1 Wa6s1oH 3 ONOPOto Ha CIU30BY O60MOHKY
(Mucosa-supported Simplant Guide)

" [epeBipTe NpUASAraHHs WabaoHy Ha MaitcTep- ® BanT-iHOeKc 3 nnacTuky abo B 3aKpiniTh XipypridyHMi WabnoH BeCcTMOYNapHO B
Mogeni. BiH NOBUHeH ByT AOCTaTHbO BEIMKNM,  PEECTPALLIMHOIO CUIKOHY, MonepenHbo 3a3HAYEHMX MOSOXKEHHAX.
06 rapaHTyBaTW cTabinbHe dikcyBaHHA. BUIOTOB/IEHUI B aPTUKYNATOPI, rapaHTyeE,

m O6epeXHO 3aKpuinTe PoT MaLieHTy Ta

O Xi riYHM LWabnoH BiATBOPIOE Te .. o
tio xipyp ATBOP nanTte MoMy NPUKYCUTN 6anT-iHOEKC.

caMe MNOMOYKeHHH, Lo i WwabnoH ang
CKaHyBaHHS. B 33 NoTpeby BUKOPUCTOBYMTE PikCyBanbHi
rBUMHTU 3 MigHe6iHHOro 60Ky abo A3mKa.

® PO3MICTiITb WWabnoH Ha Weneni NawieHTa Ta
rnepeBipTe MOro ToUHe 1 CTabifibHe MpUAaraHHa.

MW BCTaHOBNEHHI KiNbKOX iIMMNaHTaTIB XipypridHMI LWABoH 3 ONMOPOoIo Ha CIM30BIN 060MOHLI Mae 6yTu cTabinizoBaHMM
cTabinizauinHnMm abatMeHamu. LLloHanMMeHLWe ABa nepLui iMnaaHTaTv NoBUHHI 6yTW NiArOTOBMEHI, BCTaHOBMEHI Ta cTabinizoBaHi
CcTabinizauinHMMy abaTMeHaMm 40 NoYaTKy CBEPA/iHHA B iHLUMX TOUKax. TAaKMM YMHOM, XipypPriYHUK WabnoH He Moyke
3MilLyBaTHCa abo nedopMyBaTMUCS Mifg Yac NoAanbLIMX MPOLECIiB CBEPAIHHA.

29
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MiarotoBka noxka Ang iMnnaHTaTty — HasirauiHa xipypria

10. IMigroTtoBKa No)a o114 iMnnaHTaty — HaBirauinHa xipypris

Hukue onmrcaHa npouenypa NigrotToBkM noxa nig imnnadTaT PrimeTaper EV @4.2 X 11 MM Npu HaBirawuinHin
Xipyprii 3 BUKOPUCTaHHAM TUX CaMIMX eTaniB, WO W Npu TpagMLUinHIM nigrotoBLi. OnMMcaHo TpaHCriHriBanbHy

npoluenypy 3a A0MOMOroto WaboHy.

MyKo3anbHUM NPOKos

® [MpoKo CNM30BOi 060NOHKM HEOBXIAHWN
nuwe ansa 6e3knanaHHoi Xipyprii.

B BcTaHoBITb MykoToM GS 4.2 (Mucosal Punch
GS 4.2) B WabnoH. MoyHiTb 06epTtatn
IHCTPYMEHT i PO3PiXKTE TKAHUHY 40 TUX Nip,
MOKMW BiH He 3n1erka TOPKHETbCS KiCTKM.

= [MpaBWIbHE MONOXEHHS AOCATHYTO, KON
MapKyBaHHA rMUeunHM 8-11-15 Mm
36iraeTbcs 3 BEPXHIM KPaeM LLabNoHy
SAFE Guide.

= MakcuMarnbHa WBMAKICTb 4ns
MYKOTOMY CTaHOBUTb 800 06/XB.

MouaTkoBe cBepAsliHHA

= ByKOpUCTOBYMTE NoYvaTkoBe ceepano GS
4.2 (Initial Drill GS 4.2) ana BuganeHHsa
3aNULLKY M'AKUX TKAHUH Ta MiAroToBKM
CTapTOBOI TOYKM ANS NepLUoro ceepana Ha
BCIO JOBXMHY.

= [paBWIbHE MOMOXEHHSA AOCATHYTO, KON
MapKyBaHHA r6KHM 8-11-15 MM
36ira€TbCcsa 3 BEPXHIM KPaeM LLIabnoHy
SAFE Guide.

Ceepno 1 (Drill 1)
= BuKopucToByWTe cBepaio 1 BiAnoBigHO
[0 3aM/1aHoBaHOi OBXMHM iMMNaHTaTy.

3adikcynTe HanpaBnatoYy BTY/IKY B nepLlin
KaHaBL, BMLLE KiHYMKa cBepana.

OnycTiTb HanpaBnatoYy BTYNKY B Minb3y
XipypriyHoro wabnoHy fo yropy. He
BMWKalTe 06epTaHHS [0 Liboro
MOMEHTY.

m CBepAaniTb 6€3 HaAMipHOro TUCKY 4O

LOCATHEHHA obMeXyBayda rMubuHu
(6e3 nay3 Ta nepepuBaHb).

Micna pocarHeHHa dikcoBaHOro
MOSOXKEHHS BTY/TKW, CBEPASIO BUBOOAUTHLCS.
BTynka cBepa/fia moBMHHa 3anuLiatmuca
HafiMHO 3adikcoBaHOO B LLUAGIOHI
MPOTAroM yCbOro npoLecy cBepaiHHS.

= 3aBepliTb cBepANiHHSA | 06epexxHo

BUNMITb CBEPASIO 3 MPUKPIMNIEeHOo
BTYJTKOIO 3 XipypridHOro Lwa6broHy.

CBepaniHHA, 32 BUHATKOM MyKO03a51bHOIO NPOKOsy, MOBUHHO BUKOHYBATUCh Ha MaKCUMarbHin
WBMAKOCTI 1500 06/ XB 3 PACHUM OXOMOOXKEHHAM. BUKOPUCTOBYMTE OTBIP Mif, HanpaBAsoYoo
BTY/IKOIO B WabnoHi Simplant SAFE ona HanexHoro oxXonoayKeHHs.
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MigroToBKa no)a Ans iMnnaHTaTy —
HagirauinHa xipypris

Po3wuptloBanbHe cBepasliHHA CBepanoM 3 Ta 4

® [icnga ninoTHoro ceBepA/liHHA noXe nig iMnaaHTaT
MOCNiAOBHO roTyETbCA A0 3aMn1aHOBaHOMo AiaMeTpy
Ta OOBXXMHU iIMMaHTaTy 3a 4OMOMOroto CBEPAn
PrimeTaper 3 1a 4 GS.

Pidky4i iIHCTpPYMeHTW cnif 3amiHtoBaTy nicna 10 BUKOpUCTaHb abo y pasi MOLLKOIKEHHSA YK 3aTyrneHHA. MyKOTOMW Ta BTY/TKU
ONa cBepAfia € 04HOPAa30BMMM | MOBUHHI BYTW 3aMiHEHI MicNa KOXHOI XipypridyHoi onepadii.

MpoToKkon ceepaniHHA

PekomMeHOoBaHMM MPOTOKOM CBEPANIHHA ONA M'AKOI, cepeaHbOi Ta LLiNbHOI TUMY KICTKM.

= 1 2 3 4 5
1.9 2235 295 355 2415
230 §8 ® ® Je[
036 B . . el
242 @ ° ° ° Je[
4.8 o ° ® 3ol
" |lndpw BignosigatoTb HoMepaM ceepana 1-5. ® [1na ayr»ke M'aKoi KICTKKM — 3ynunHIiTb = CBepAfliHHA [O MO3HAYKM 2 MM 3a LOMOMOIro
. . . cBepaiHHA Ha OAMH KPOK paHile B cBepAia 49 KOPTUKanbHOI NIAroTOBKM «].[»
= ][ BigHOCUTbCS TiNbKKM A0 NiArOTOBKM i K . :
1[sin T ﬂ6 ,‘u pekoMeHOoBaHiM NocnigoBHOCTI, ane 3a6e3MneymnTb 4OCTaTHbO MicLA ANF YacTUHMN
KOPTVKanbHOT KicTKM (0608'A3K0BO). 3aBepLUiTb NiArOTOBKY KOPTUKANbHUM iMnnaHTaty MicroThread.
B CTonep FMMnBUHM Ha KOPTUKANbHOMY CBepAnoMm.

cBepasli GS KOHTPOMIOE CBEPAMIHHS [na nyke WinbHOT KicTKW — nicng

KOPTMKANbHOI KICTKM Ha rMMGKUHY He Ginblue AOCATHEHHS PEKOMEHQ0BaHOI NOBHOI
2 MMm. FMMBUHM Ta MOCIOOBHOIO BUKOPUCTaHHA

KOPTUKaNbHUX CBepaen, MpoBeAiTh TamniHr.
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MigroToBKa no)a Ans iMnnaHTaTy —
HagirauinHa xipypris

KopTuKanbHa nigrotoBKa KiCTKU OonaTKoOBUM TaniHr B

® KopTuKanbHa MigrotoBka No3HayeHa umm Ayxe LI.I.iﬂbHWI KiCTLl,i 6.5-9-13 8-11-15
cumeonom *1.[*" B npoToKoni ceepaniHHA. = BLIKOPWCTOBYMTE MITUMK GS nicns
= BUKOPWUCTOBYITE KOPTUKANbHE CBEPANO MiArOTOBKM BEPXiBKOBOI YaCTUHU KiCTKM
GS ons iMNNaHTaTiB OBXMHOK 8-11-15 MM (crestal preparation).
Ta cCBepAiTb Yepes KOPTMKambHY KiCTKy B MakcuMarbHa 06epToBa LBUAKICTb - 25 06/XB.
A0 BOCATHEHHS BIAMITKIA FMGNHM ® TaniHr 4O LOCATHEHHSA BayKaHOI FMMBUHMN.
cBepana. TiMm
B CBepaniHHA 00 BIAMITKMU MMUOUHN 2 MM = MapKyBaHHA MOYMHAETLCA 3 TMUBUHU TamiHry —
3ab6e3medynTb JOCTaTHbO Micus Ans 6,5 MM, aKa BUMIPIOETbCA, KoK NeplLue
YaCTUHU IMMNaHTaTy 3 MIKPOPIi3b60t0 MapKyBaHHSA BUPIBHIOETbCA 3 LAGNMOHOM. 6:5mM
(MicroThread). - 6.5MM

BuBoabTe MiTUMK 3 OCTeOTOMIi 06epTatoum
MOro NPOTU MOANHHWKOBOI CTPINKM.

OCKiNbKM MiTYMK HE Ma€ ob6MexyBaYa rMmMOMHU, HEOBXIOAHO
peTenbHO KOHTPOJTIOBATU MaKCUMarbHy FMBUHY
npenapyBaHHA 3a LOMOMOIO0 Bi3yanbHOIo KOHTPOSO. AKLLO
MIiTUYUMK Byae BKpyYEeHUI 3aHaATo rMnbBOoKO, iCHYE PU3MK
MOLLUKOMYXKEHHA aHAaTOMIYHUX CTPYKTYP Ta HEPBIB.
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BcTaHOBNEHHSA iMANaHTaTy —
HagirauinHa xipypris

11. BCTaHOBMEHHA IMMNJIaHTaTy — HaBirawinHa xipyprisa

Huyxue NpoaeMOHCTPOBaHO BCTaHOBMEHHA PrimeTaper EV @4.2 x 11 Mm.

8-11-15Mm
6.5-9-13MM

BcTaHoBNeHHA iMI'I.ﬂaHTaTy

® BYKOPUCTOBYMNTE iMMNAHTOBOA,
PrimeTaper Driver EV GS (M) gnqa
BCTaHOBMEHHS IMMNaHTaTy Npu 25 06/XB
Ta MaKCUManbHOMY KPYTHOMY MOMEHTI
(TopKy) 45 Hem.

KaHaBKM BKa3yoTb Ha MMNGUHY
BCTAHOBJ/IEHHS iIMMNaHTaTy ANg Pi3HMUX
[OBXMWH iIMMNaHTaTIB.

MpaBunbHa KaHaBKa, B JaHOMy BUMaaKy
8-11-15 MM, MOBUHHa 6yTK Ha OOHOMY
PiBHI 3 XipypPriYHUM LLIABNOHOM.

BcTaHOBNEeHHd iMNaHTaTy Ao
KiHLUeBoiI no3uuii

" BupiBHAWTE 0OHY 3 LUECTW BUIMOK Ha
iMMNaHTOBOAI 3 iIHOEKCHOI MITKOK
Ha XipypriyHoMy WabnoHi. 3a
3aMOBUYBaHHAM MiTKa po3TalloBaHa
3 60KOBOI (6yKKanbHOI) CTOPOHM.

m AKLUo obepTaHHA iMNNaHTaTy 6yno
iHOMBIQyanizoBaHe B MporpaMHoMy
3abe3mneyeHHi, BUpiBHANTE MOro 3
BiAMOBIAHOW MITKOIO, AKa
nepeMilleHa B LWWabnoHi.

B BUpPiBHIOBaHHS MiX iIMMNaHTOBOLOM Ta
wabrnoHoM 3ab6e3nevye onTnMMasnbHe
pO3TallyBaHHS iIHAMBIAYaNnbHMX
abaTMeHTIB Atlantis. Lle Takox o3Hauvae,
Lo 06epTaHHSa iIMMNNaHTaTy MoXe 6yTu
afanToBaHe A0 iHOeKCOBaHMX
CTaHOAPTHMX abaTMeHTIB.

®dikcauia xipypriyHoro wa6noHy
cTtabinizauimHMMM abaTtMeHTaMun

" |la npolenypa NpusHayeHa B nepLuy
yepry onda xipypriyHux WwWabnoHis 3
OMopPOIO Ha CNU30BY OBOMOHKY.

m [Nepen BCTAHOBNEHHAM iHLUMX iMMIAHTIB,
BCTaHOB/IIOETbCA CTabiNi3aLinHMM
abaTMeHT, AKU dikcye WabnoH,
3anobiratoyy Moro NepemilleHHo Ta
06epTaHHIO MiXK MIArOTOBKOI AEKINbKOX
MicUb An4 iMniaHTaTiB.

LLloHaMMeHLe ABa NepLui iMNIaHTaTK
MOBUHHI BYTW NiAroTOBMEHI, BCTAHOBMNEHI
Ta cTabinisoBaHi cTabinizauinHUMm
abaTMeHTaMmM Mo Yepsi, Nnepen TUM K
BCTaHOB/OBATM HACTYMHIi iMNaHTaTL.

[N NpaBUAbHOro BCTaHOBAEHHSA iMNaHTaTy PrimeTaper EV BUKOPUCTOBYWTE NuLLe
cneuianbHi iMnnaHToBoau EV GS, apTukynu ona 3aMoBneHHa 68017001, 68017002, 68017003.
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HoTaTku
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HoTaTkun
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